We present an illustrative case of different absorption times of two absorb bioresorbable vascular scaffolds (BVS; Abbott Vascular, Santa Clara, CA, USA) implanted in the left anterior descending artery (LAD) (Fig. 1) . It has been previously demonstrated that the appearance of polymeric scaffolds in optical coherence tomography (OCT) correlates with the integration and absorption processes [1] . In general, it is considered that the speed of bioresorption is homogeneous in coronary arteries because the primary mechanism of biodegradation is hydrolysis, which is a chemical process. Histological studies demonstrated complete bioresorption approximately 36 months after implantation, whereas in OCT strut footprint is visible as a black box for up to 36 months [2, 3] . In our case, initial predilation of the lesions before implantation of both scaffolds was performed. However, no intravascular imaging guidance was used during baseline procedures. The distal scaffold was implanted with subsequent postdilation 25 months ago in the medial LAD. The proximal scaffold was implanted with subsequent postdilation 38 months ago in the proximal LAD. Twelve months ago metallic drug eluting stent was implantated due to scaffold restenosis and two months ago balloon angioplasty due to thrombotic occlusion was performed. OCT images were recorded using the ILUMIEN PCI Optimisation System (St. Jude Medical, St. Paul, MN, USA). Paradoxically, OCT imaging demonstrated more advanced bioresorption and no restenosis of the distal scaffold (25 months old) compared to the proximal scaffold (38 months old) with visible struts and abnormal vessel wall remodelling. Interestingly, the bioresorption process in the whole artery was somehow accelerated and the process of the vessel wall integration of the distal scaffold was completed earlier than expected. On the other hand, the two re-interventions in the proximal scaffold might have resulted in fracture or embolisation, thus slowing down the bioresorption process. 
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